This study sought to demonstrate the 5-year clinical and functional multislice computed tomography angiographic results after implantation of the fully resorbable everolimus-eluting scaffold (Absorb BVS, Abbott Vascular, Santa Clara, California).
As an alternative approach to a metal drug-eluting stent, a fully bioresorbable polymeric drug-eluting device may scaffold the vessel after dilation to prevent acute closure and late constrictive remodeling, but dissolve over time to restore the native integrity of the coronary artery. Such a scaffold does not preclude surgical revascularization, and enables expansive remodeling, restores vasomotion, and is compatible with the noninvasive imaging of coronary arteries with either multislice computed tomography (MSCT) or magnetic resonance imaging (1, 2) .
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The fully resorbable everolimus-eluting Absorb scaffold (Abbott Vascular, Santa Clara, California) was tested in the firstin-humans ABSORB (ABSORB Clinical Investigation, Cohort A [ABSORB A] Everolimus Eluting Coronary Stent System Clinical Investigation) trial enrolling 30 patients with a single de novo coronary artery lesion. Two-year imaging follow-up of the trial with multiple modality imaging can be summarized as follows (3, 4) : 1) bioresorption of polymeric struts (documented with intravascular ultrasonography [IVUS] and optical coherence tomography [OCT]); 2) late enlargement of the lumen from 6 months to 2 years with plaque reduction (IVUS and OCT); 3) restoration of vasomotion and endothelial function in some patients; 4) restoration of physiological cyclic (systolic and diastolic) strains; and 5) feasibility of noninvasive imaging with MSCT at 18 months (4-7). However, the long-term outcomes of biodegradation of the Absorb scaffold in human coronary arteries as well as plaque and lumen evolution beyond 2 years remains to be investigated to confirm the safety and effectiveness of the technology.
With the rapid technological advancement, cardiac MSCT angiography is currently considered an established technique for noninvasive evaluation of the coronary lumen as well as coronary plaques (8) . However, MSCT assessment of the previously stented coronary artery is limited due to metal artifacts. Because of its radiolucent, polylactide backbone, the Absorb scaffold does not affect computed tomography (CT) image interpretation, and MSCT could be used to assess changes in the lumen and vessels after Absorb implantation. Furthermore, noninvasive fractional flow reserve (FFR) derived from MSCT was recently shown to be feasible with high diagnostic performance for the detection and exclusion of flow-limiting coronary lesions that cause ischemia, which might further refine the quality of the noninvasive follow-up (9) .
We hereby report the 5-year clinical results, the luminal measurement, and noninvasive FFR assessment by MSCT in the original cohort of patients treated with an Absorb scaffold in the ABSORB Cohort A trial.
Methods
Study design. The design of this study was previously reported (3) . Briefly, in this single-arm, prospective, openlabel study, with safety and imaging endpoints, 30 patients were enrolled at 4 participating sites between March and July 2006. Patients were older than 18 years of age with a diagnosis of stable, unstable, or silent ischemia. All treated lesions were single, de novo in a native coronary artery of 3.0 mm, <8 mm for the 12-mm scaffold or 14 mm for the 18-mm scaffold (only 2 patients received an 18-mm scaffold), with a percentage of diameter stenosis !50% and <100% with a Thrombolysis In Myocardial Infarction flow grade of !1. Major exclusion criteria were patients presenting with an acute myocardial infarction (MI), unstable arrhythmias, or a left ventricular ejection fraction <30%, restenotic lesions, lesions located in the left main coronary artery, lesions involving a side branch >2 mm in diameter, and the presence of thrombus or another clinically significant stenosis in the target vessel. A risk analysis of multimodality imaging based on previously published reports was provided to the local ethics committees (10, 11) . The ethics committees approved the protocol at the participating institutions, and the enrolled patients gave written informed consent before inclusion. Four patients received a nonAbsorb BVS metallic stent in addition to the study device. Clinical endpoints were assessed at 30 days, 6 and 9 months, and 1, 2, 3, 4, and 5 years. Noninvasive MSCT imaging studies were planned at 5 years. All major cardiac adverse events (MACE) were adjudicated by an independent clinical 
Five-Year Follow-Up of the ABSORB Cohort A Trial O C T O B E R 2 0 1 3 : 9 9 9 -1 0 0 9 events committee, and a data safety monitoring board monitored patient safety. Study device. The study device, the description of the polymers, and in vitro and pre-clinical data have been described elsewhere (3) . The polymeric device consists of a backbone of poly-L-lactide (PLLA) coated with poly-D,Llactide (PDLLA) that contains and controls the release of the antiproliferative drug everolimus. The long chains of PLLA and PDLLA are progressively shortened as ester bonds between lactide repeat units are hydrolyzed. Ultimately, PLLA and PDLLA fully degrade to lactic acid that is metabolized via the Krebs cycle to H 2 O and CO 2 . In vivo, small particles <2 mm in diameter are phagocytosed by macrophages. Scaffolding procedure. The Absorb BVS was implanted after mandatory pre-dilation. When additional treatment was required, the Cypher sirolimus-eluting stent (Cordis, Miami, Florida) was used because there were no animal/preclinical data on overlapping Absorb BVS devices available at the time of patient enrollment. All patients were required to receive aspirin !75 mg/day for the study duration (5 years) and clopidogrel 75 mg/day for a minimum of 6 months. MSCT angiography. CT scanners from all major manufacturers were used, including 64-slice CT (Brilliance 64, Philips, Best, the Netherlands; CVi, GE Healthcare, Milwaukee, Wisconsin), 256-slice CT (iCT, Philips), 320-slice CT (Aquilion One, Toshiba, Nasu, Japan), 64-slice dualsource CT (Definition, Siemens AG, Forchheim, Germany), and 128-slice dual-source CT (Definition Flash, Siemens). Standard acquisition techniques were used, which included beta-blockers in patients with a fast heart rate, tube settings depending on patient size (80 to 140 kV), and axial scan protocols for patients with lower heart rates to reduce radiation doses, all at the discretion of the individual sites. Images were reconstructed using thin slices (0.5 to 0.67 mm) and medium smooth reconstruction filters, including 1 or several phases depending on the scan protocol. All data were stored on a DVD for core laboratory evaluation. MSCT analysis. The CT data were analyzed on a dedicated workstation (Multi-Modality Workstation, Siemens AG) using a validated cardiovascular analysis package (Circulation, Siemens AG) (12) . Semiautomatically, a center lumen line was created through the treated coronary branch after which cross-sectional views of the vessel were reconstructed at w1-mm longitudinal steps, including the 5 mm proximal and distal to the device, using the platinum indicators as landmarks. Automatic segmentation of the vessel lumen, with manual correction was performed to measure the lumen area. The outer vessel borders were manually traced to approximate the total vessel size, using fixed window display settings: level, 750 Hounsfield units; width, 250 Hounsfield units. The mean, minimal, and maximal lumen areas within the treated lesion were determined for each slice. The reference vessel lumen area was calculated as the average of the mean proximal and mean distal vessel areas. The lumen area stenosis was calculated as the reference minus the minimal lumen area as a percentage of the reference lumen area. In case of an ostial lesion or overlapping conventional stents, the reference lumen diameter was based on measurements of the opposite end only. Significant area stenosis was defined as 75%, which approximates a 50% diameter stenosis. Each cross section was qualitatively assessed for the presence of noncalcified plaque, calcified plaque, and mixed plaque (13) (14) (15) . The percentage of cross sections of each plaque type was calculated as a number of cross sections with the plaque type divided by the total number of cross sections analyzed in the scaffolded segment. The interobserver reproducibility of minimum lumen area showed a Pearson correlation of 0.84 with an interclass correlation coefficient for absolute difference of 0.84 (interclass correlation coefficient for concordance of 0.91). The mean AE SD of the difference between observers was À0.96 AE 0.97 mm 2 .
MSCT-based FFR assessment. The noninvasive FFR according to MSCT (FFR CT ) was performed in a blinded fashion by the independent core laboratory at HeartFlow, Inc.
(Redwood City, California). The detailed methodology is described elsewhere (9) . The FFR CT technology is based on 3 key principles. Because patients with rest angina were excluded, the first is that coronary supply meets myocardial Values are median (interquartile range) and n (%).
AHA/ACC ¼ American Heart Association/American College of Cardiology.
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Five-Year Follow-Up of the ABSORB Cohort A Trial demand at rest. Adherence to this principle enabled calculation of total resting coronary flow relative to ventricular mass (16, 17) . The second principle is that resistance of the microcirculation at rest is inversely but not linearly proportional to the size of the feeding vessel (18) (19) (20) (21) (22) (23) . The third principle is that microcirculation reacts predictably to maximal hyperemic conditions in patients with normal coronary flow (24) . On the basis of these principles, a lumped parameter model representing the resistance to flow during simulated hyperemia was applied to each coronary branch of the segmented cardiac CT angiography model. The FFR CT was modeled for conditions of adenosineinduced hyperemia. The FFR CT core laboratory scientists were instructed as to the location of the scaffold within a coronary artery.
Three-dimensional models of the coronary tree and ventricular myocardium were reconstructed with custom methods applied to blinded cardiac CT angiography data for simulation of coronary flow and pressure. Blood was modeled as a Newtonian fluid with incompressible NavierStokes equations and solved subject to appropriate initial and boundary conditions with a finite element method on a parallel supercomputer (25) . Because coronary flow and pressure are unknown a priori, a method to couple grouped parameter models of the microcirculation to the outflow boundaries of the 3-dimensional model was used (26) (27) (28) . Definitions. The composite clinical endpoint is cardiac death, MI classified as Q-wave and non-Q-wave MI, and ischemia-driven (ID) target lesion revascularization (TLR). ID TLR implies revascularization at the target lesion, irrespective of the time window for angiographic control at 6 months or 2 years, associated with: 1) a positive functional ischemia study; 2) ischemic symptoms and angiographic minimal lumen diameter stenosis !50% by core laboratory quantitative coronary angiography (QCA); or 3) revascularization of a target lesion with a diameter stenosis !70% by core laboratory QCA without either ischemic symptoms or a positive functional study. For a diagnosis of non-Qwave MI, elevation of creatine kinase levels !2 times the upper limit of normal with increased creatine kinasemyocardial band was required. Scaffold thrombosis was adjudicated according to the Academic Research Consortium definitions (29) . Other clinical endpoints include allcause mortality, non-ID TLR, and ID or non-ID target vessel revascularization (TVR). Statistical analysis. For binary variables, percentages were calculated. For continuous variables, the median and interquartile range were computed. For imaging assessment, truly serial analysis is presented in tables and paired comparisons Onuma et al.
Five-Year Follow-Up of the ABSORB Cohort A Trial O C T O B E R 2 0 1 3 : 9 9 9 -1 0 0 9 between 18 months and 5 years were done by a Wilcoxon signed rank test. The p values presented in this paper are exploratory analyses only and should therefore be interpreted cautiously. All statistical analyses were performed with SPSS software version 18.0 (IBM, Armonk, New York). Role of funding source. This study was sponsored by Abbott Vascular. The sponsor was involved in the design and conduct of the study and the collection, management, initial analysis, and interpretation of the data and had the right to a nonbinding review of the manuscript. Full monitoring ensured accuracy of data collection. Before the end of the 5-year follow-up, the protocol was amended to allow the patients who had undergone an MSCT scan as an optional investigation at 18 months to be re-consented to undergo a second MSCT scan at 60 months.
Results
Patient demographic data and a flow chart are shown in Table 1 and Figure 1 , respectively. One patient withdrew consent from the study after the first 6 months of follow-up but the vital and clinical status of this patient remained available through the referring physician. Two patients died of a noncardiac cause during follow-up, and 5-year clinical follow-up was obtained in the remaining 27 patients. In 29 patients with any available follow-up, the median duration of follow-up was 1,862 days.
Hierarchical event rates concerning ID MACE are presented in Table 2 . Up to 5 years, there was only 1 non-Q-wave MI related to the non-ID TLR of a nonflow-limiting stenosis (QCA diameter stenosis, 42%) of an Absorb at 46 days post-procedure (3,4,30,31) . Two patients died of a noncardiac cause: 1 of Hodgkin's disease at 888 days and the other of a duodenal perforation at 706 days. In the entire cohort, there was no instance of scaffold thrombosis according to either the protocol or Academic Research Consortium definitions or a retrospective analysis requested by the U.S. Food and Drug administration at the end of 2006 for the assessment of on-/off-label use of the first-generation drugeluting metal stents (29) .
In addition to the patient described who experienced non-ID TLR at 46 days, 2 patients experienced a non-ID TVR. At 106 days post-procedure, in 1 patient experiencing angina at rest, an ergonovine test performed during recatheterization disclosed a dynamic subtotal occlusion (vasospasm) of the segment proximal to the scaffold; the patient received a 3.5 Â 22-mm paclitaxel-eluting stent proximal to the scaffolded segment. At 5 years, the patient presented with recurrent angina and underwent MSCT follow-up that revealed a minimal lumen area of 2.0 mm 2 but with a negative noninvasive FFR CT of 0.87, whereas the intermediate branch had a significant stenosis with a positive FFR CT of 0.72 (Fig. 2) . On day 1,780, invasive angiography showed a patent scaffolded segment (%diam-eter stenosis 35%) and a stenosed intermediate branch that was treated with a 2.5 Â 18-mm metallic everolimuseluting stent (ID TVR). The other patient who had received an Absorb in the distal left anterior descending artery received a metal drug-eluting stent in a moderate, nonsignificant stenosis (QCA %DS <50%) in the left anterior descending artery far proximal to the patent Absorb scaffold on day 85 (30, 31) .
The protocol mandated a minimum of 6 months of combined antiplatelet therapy but the actual duration was left to the discretion of the investigators who, in general, followed the guidelines of the European Society of Cardiology/American College of Cardiology/American Heart Association for antiplatelet use after metal drug-eluting stent implantation (32, 33) . At 1 year, 15 patients were receiving dual antiplatelet therapy, but only 1 patient remained on clopidogrel therapy at 5 years (Fig. 3) . This patient restarted clopidogrel due to the repeat percutaneous coronary intervention in the nontarget lesion of the intermediate branch while the scaffolded segment was patent (Fig. 2) .
Quantitative MSCT at 60 months compared with results at 18-months. At 5 years, 18 patients underwent MSCT as an optional investigation that was performed at 3 of 4 centers (Figs. 1 and 4) . Quantitative analysis of the scaffolded segment was feasible in all patients ( 
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O C T O B E R 2 0 1 3 : 9 9 9 -1 0 0 9 13 . In 4 patients, severe artifact hindered FFR analysis, whereas in 1 case, FFR could not be calculated due to incomplete documentation of the entire coronary tree. The FFR distal to the scaffolded segment was a median 0.86 (IQR: 0.82 to 0.94). Figure 7 shows the relationship between minimal area and noninvasive FFR distal to the scaffolded segment of the treated vessel. The methodology also enables the practitioner to assess the FFR continuously along each vessel of the coronary circulation. The evaluation of the relationship was Onuma et al.
Five-Year Follow-Up of the ABSORB Cohort A Trial O C T O B E R 2 0 1 3 : 9 9 9 -1 0 0 9 therefore also performed between minimal lumen area and the change in FFR between the proximal and distal parts of the scaffold landmarked by the 2 radiopaque markers (Fig. 7 ). There were 3 asymptomatic patients with an FFR CT between 0.75 and 0.80.
Discussion
This report on 5-year clinical outcomes of the first-inhumans ABSORB trial demonstrates a low ID MACE rate of 3.4% (1 patient) without any scaffold thrombosis, early, late, or very late. The serial noninvasive quantitative MSCT assessment was feasible with an option of functionality assessment and demonstrated that the lumen and vessel dimensions were unchanged from 18 months to 5 years. According to the protocol, 5-year follow-up is the last follow-up of this first-in-humans study conducted for the phase II trial of the everolimus-eluting bioresorbable scaffold. Instead of performing invasive follow-up, noninvasive follow-up with MSCT was optionally performed at 3 of 4 centers for the following reasons: at the time of writing the protocol in 2005, it already appeared challenging to plan 2 angiographic follow-ups at 6 and 24 months for purely scientific reasons, and 5-year invasive follow-up was not planned. The invasive imaging of IVUS and OCT at 2 years demonstrated the beneficial effects of the device such as late lumen enlargement with restoration of vasoreactivity, which renders difficult the justification of an additional invasive follow-up at 5 years. In addition, the 2-year QCA was actually limited in 19 of 30 patients because 11 patients either withdrew their consent or refused the repeat invasive imaging at 2 years, whereas MSCT at 18 months was available for 25 patients (4). We therefore decided not to perform invasive imaging of IVUS and OCT but rather to repeat MSCT imaging that could be performed noninvasively and could provide enough information on the evolution of the wall thickness and lumen from 18 months to 60 months.
The trial confirmed the feasibility of noninvasive functional and anatomic assessment of the scaffold, a fact that opens new avenues for noninvasive control of the patency of treated coronary lesions. Currently some manufacturers have increased the radiopacity of their metal struts by using a new radiopaque alloy such as platinum, facilitating the acute positioning and deployment of the device but rendering the assessment of the patency by noninvasive MSCT problematic (1,34) .
The serial assessment of the lumen by MSCT revealed the persistence of the lumen area up to 5 years after the everolimus-eluting bioresorbable scaffold implantation with a nonsignificant decrease in plaque area, which could be the result of dissolution and incorporation of the polylactide struts into the vessel wall. Pre-clinical data showed a completion of polylactide mass loss (i.e., bioresorption) of 70% and 100% at 18 months and at 2 years, respectively. However, OCT can still image the strut as a black box at 2 years, but on histology, the polylactide polymeric strut has already been bioresorbed and is replaced by proteoglycan. At 3 and 4 years, the strut void has been filled in with the connective tissue replacing proteoglycan, which results in shrinkage of strut void on histology. The decrease in plaque area observed in the current analysis may therefore reflect this integration process after bioresorption between 2 and 5 years, although the resolution of the MSCT technique and the small number of observation do not allow statistical significance to be reached.
Coronary atherosclerosis is a continuous disease process and necessitates preventive measures and intensive pharmacological treatment. Indeed, after bioresorption of the polymer, the vessel and the lumen are able to change dynamically in response to physiological stimuli, biological environment, and pharmacological treatment due to the absence of a permanent metal endoluminal prosthesis (35) . This emphasizes the importance of treating the underlying atherosclerotic process after a bioresorbable scaffold implantation. It should be underscored that in the absence of a metal structure, restenosis after scaffolding can be treated with another scaffold without any of the complexities of treating classic in-stent restenosis within a metal stent. In the near future, scaffolding, in theory, could be applied after appropriate preparation of the stenotic lesion using the classic tools of the interventional cardiologist such as rotablators, cutting balloons, laser, high-pressure balloons, and others.
The FFR CT has been validated against invasive FFR in 2 multicenter trials, demonstrating that the technology has a good correlation with an invasive FFR and adds more The bar graph demonstrates the use and duration of thienopyridine in individual patients.
Five-Year Follow-Up of the ABSORB Cohort A Trial accuracy on diagnosis of coronary artery disease compared with quantitative MSCT (9, 36) . In the current study, the feasibility of quantitative assessment of coronary MSCT was 100%, whereas the noninvasive FFR assessment was possible in 72%. Good image quality of all coronary arteries and low heart rate are mandatory for noninvasive FFR because the 3-dimensional modeling of the entire coronary tree is indispensable for flow simulation. For quantitative assessment of the lumen, the image quality of the nonscaffolded segment is technically less demanding because the imaging protocol only focused on the scaffold area. Due to the post-hoc assessment of MSCT acquisition, no specific investigational requirement such as a low heart rate was prospectively recommended to the investigators. The feasibility of FFR CT could, in the near future, be improved as the image is acquired optimally and the imaging technology further advanced.
The computational algorithms used in the FFR CT analysis provide highly reproducible results well within the precision of measured FFR. Of note, published reports demonstrate that FFR CT accuracy is less affected by MSCT image quality than CT stenosis (37) . Regarding the short-(5 min) or medium-(1 h) term reproducibility, radiation and patient safety concerns have precluded repeat MSCT studies on the same patient to investigate such reproducibility of the image data acquisition as historically assessed for The patient had a short stenotic lesion in the proximal right coronary artery (A) that was successfully treated by a 3 Â 12-mm Absorb Bioresorbable scaffold (white arrows in B). At 6 months (C) and 2 years (D), angiographic follow-up was performed to demonstrate the patent scaffolded segment (white arrows). At 5 years, multislice computed tomography (MSCT) follow-up was performed and demonstrated a patent scaffolded segment (red rectangle in volume rendering image in E). In maximal intensity projection (F), the metal markers indicating both ends of the scaffold remained visible as white dots on MSCT 5 years after implantation. MSCT was further processed for assessment of noninvasive fractional flow reserve (FFR), which demonstrated the absence of functionally significant stenosis in the proximal and distal segments of the scaffolded segment (G, 0.96 and 0.94, respectively). The noninvasive FFR also proved the absence of any significant stenosis in all major epicardial vessels (H, distal right coronary artery, 0.86; distal left anterior descending artery, 0.92; distal left circumflex artery, 0.93).
Five-Year Follow-Up of the ABSORB Cohort A Trial O C T O B E R 2 0 1 3 : 9 9 9 -1 0 0 9 quantitative coronary angiography (38) . Patient preparation, contrast timing, and scan technique would be expected to affect the quality and reproducibility of the resultant images.
Study limitations. This first-in-humans trial included only patients with a single and simple anatomic lesion in a population in which a majority of patients presented with Cross sections with noncalcified plaque, % 100 (52.9 to 100.0) 87. Five-Year Follow-Up of the ABSORB Cohort A Trial stable angina. Although the standard MSCT acquisition techniques were used, the scan protocol was adjusted for different MSCT scanners used at each institution and each follow-up at the discretion of individual sites. To control the acquisition quality, however, the sites were asked twice, at 18 and 60 months, to send test run MSCT data to the MSCT core laboratory for review of protocol compliance and data quality. The small numbers of patients followed by noninvasive angiography is more related to the optional character of the investigation than to the lack of technical feasibility. So far, the clinical validation of this new methodological approach has only been obtained in 1 clinical trial and awaits further validation.
Conclusions
The low event rate at 5 years suggests sustained safety after the implantation of a fully bioresorbable Absorb everolimuseluting scaffold. Noninvasive assessment of the coronary artery after treatment with this device is feasible, with the possibility of simultaneous functional assessment in selected cases. 
